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Objectives: Due to its hardness, zirconia abutments may damage the titanium of the
implant’s connection during its clinical use. This study aimed to assess the wear of the sea-
ting  platforms of externally hexed titanium implants when connected to zirconia abutments
comparing to titanium abutments, after thermocycling and mechanical loading (TCML).
Methods: Six BNT® S4 external connection implants (Phibo® Dental Solutions, Barcelona,
Spain) were selected and divided into two groups (n = 3): TiCE, screwed to titanium abut-
ments and ZrCE, screwed to zirconia abutments. The samples underwent thermocycling
(5000 cycles; 5–55 ◦C) and mechanical loading (1.2 × 106 cycles; 88.8 N; 4 Hz). Before and
after  TCML, the seating platforms of the implants were analyzed by 3D proﬁlometry in two
areas  to measure their topography based on the superﬁcial analysis parameters (Sa and Sz)
parameters, and were studied by scanning electron microscopy (SEM). Data were statistically
analyzed by Mann–Whitney test (p < 0.05).
Results: No statistically signiﬁcant differences were observed in the Sa and Sz values
between the implants at initial state and after TCML (p = 0.573 > 0.05 and p = 0.059). The abut-
ment’s material (titanium/zirconia) did not statistically signiﬁcantly inﬂuence the Sa and Szvalues after TCML (p = 0.886 > 0.05 and p = 0.200, respectively). However, the SEM analysis
reveals a mild wear in some vertices of the hex when connected to zirconia abutments.
Conclusions: After simulating ﬁve years of clinical use, the externally hexed implants,
analyzed by 3D proﬁlometry, showed similar wear patterns in the corresponding seating∗ Corresponding author.
E-mail address: paulo.julio@gmail.com (P.J. Almeida).
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platforms when connected to zirconia or titanium abutments. The SEM images showed
zirconia particles being transferred to the implant, which requires further study.
©  2016 Sociedade Portuguesa de Estomatologia e Medicina Denta´ria. Published by Elsevier
Espan˜a,  S.L.U. This is an open access article under the CC BY-NC-ND license (http://
creativecommons.org/licenses/by-nc-nd/4.0/).
Análise  comparativa  do  desgaste  das  interfaces  titânio/titânio  e
titânio/zircónia  dos  conjuntos  pilar/implante  após  envelhecimento
Palavras-chave:
Implantes dentários
Pilares de zircónia
Pilares de titânio
Envelhecimento
r  e  s  u  m  e  n
Objetivos: Devido á sua dureza, os pilares de zircónia podem provocar danos sobre o
titânio da conexão do implante durante a utilizac¸ão clínica. O presente trabalho pretendeu
avaliar o desgaste das plataformas protéticas de implantes de titânio com conexão hexá-
gono externo quando conectados com pilares de zircónia em comparac¸ão com pilares de
titânio, após carga cíclica e termociclagem (TCML).
Métodos: Foram selecionados 6 implantes de conexão externa BNT® S4 Phibo® Dental Solu-
tions (Barcelona, Espanha), que foram divididos em 2 grupos (n = 3): TiCe aparafusados a
pilares de titânio e ZrCe aparafusados a pilares de zircónio. As amostras foram submeti-
das  a TCML (5.000 ciclos; 5–55 ◦C) e carga cíclica (1,2 × 106 ciclos; 88,8 N; 4 Hz). Antes e após
TCML, as plataformas de assentamento de conexão dos implantes foram sujeitas a análise
por perﬁlometria 3 D em 2 localizac¸ões para a medic¸ão da sua topograﬁa com utilizac¸ão
dos  parâmetros de análise superﬁcial (Sa e Sz) e examinadas por microscopia eletrónica de
varrimento(MEV). Análise estatística: Mann-Whitney test (p < 0,05).
Resultados: Não se observaram diferenc¸as estatisticamente signiﬁcativas nos valores de
Sa  e de Sz entre os implantes no estado inicial e após TCML (p = 0,573 > 0,05 e p = 0,059).
O  material do pilar (titânio/zircónia) não exerceu inﬂuência estatisticamente signiﬁcativa
nos  valores de Sa e Sz após TCML (teste U p = 0,886 > 0,05 e p = 0,200, respetivamente). No
entanto, a análise por MEV revelou ligeiro desgaste em alguns vértices do hexágono quando
conectados com pilares de zircónia.
Conclusões: Após uma simulac¸ão de 5 anos de utilizac¸ão clínica, os implantes com hexágono
externo, analisados por perﬁlometria 3 D, apresentaram padrões de desgaste das platafor-
mas  de assentamento equivalentes quando conectados a pilares de zircónia ou de titânio.
As  imagens de MEV mostram a passagem de partículas de zircónia para o implante, aspeto
que merece investigac¸ão suplementar.
© 2016 Sociedade Portuguesa de Estomatologia e Medicina Denta´ria. Publicado por
Elsevier Espan˜a, S.L.U. Este es un artı´culo Open Access bajo la licencia CC BY-NC-NDIntroduction
Currently, dental esthetics criteria are one of the success
factors in implantology, especially in the rehabilitation of
anterior regions. Accordingly, metal has been replaced by
ceramics not only in crowns and bridges but also in the com-
ponents of implant systems, as titanium abutments might
impair esthetics by causing a grayish staining in the peri-
implant tissues in patients with thin biotypes.1–4 Due to their
optical, mechanical, and biological properties, high-strength
ceramic abutments, such as yttria-stabilized tetragonal zirco-
nia polycrystals (3Y-TZP), have been increasingly used.5 These
abutments have provided high technical and biological suc-
cess rates and have shown performances similar to those of
titanium abutments. This fact has been reported in clinical
studies of up to 12 years.6–10
Most clinical studies have been focused on abutment/
implant assemblies with externally hexed connections.6,11–13(http://creativecommons.org/licenses/by-nc-nd/4.0/).
Recent systematic review supports the use of zirconia
abutments in the external connection implants due to their
long term performance.9 In vitro studies show that secondary
metallic components (two piece) have a positive inﬂuence
on the zirconia abutments stability.14 Other studies advise
against direct link abutment to the implant head.15 Clinical
and in vitro studies on the performance of single abutments
connected to external connection implants have reported the
loosening of the screw as the main technical problem.1,11,15,16
On the other hand, the stability of the abutment/implant con-
nection is considered the main factor for the implant system
to reach clinical success. It is inﬂuenced by several factors,
such as the material of the abutments, the adjustment and
precision in the fabrication of its components, its contam-
ination by saliva, the preload on the retaining screw, the
17–25microgap, the connection geometry, and aging.
Despite the success reported by clinical studies, some
issues are still not clear, including the fact that con-
necting zirconia to titanium implants subjected to loading
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Fig. 1 – SEM photograph of the connection of BNT® S4 implants (a) with 45× and (b) 130× magniﬁcation, from an upper
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Fig. 2 – SEM photograph of the top of the externally hexediew. Red mark – top region, green mark – base region.
eads to changes in the connection surfaces. In fact, mas-
ication may involve micromovements in the contacting
urfaces of the abutment/implant assemblies, thus causing
ear/fretting.26–29 When the abutment/implant assemblies
re made of the same material (Ti/Ti), with the same Young’s
odulus, the strain energy is equally distributed to both com-
onents, despite the fact that titanium, implant constituent
cp-Ti grade II), shows a hardness (177 HV) shorter than the
illar titanium alloy (grade V, Ti6Al14V) 256 HV (Vickers).30
However, when titanium is replaced by zirconia (hard-
ess 1354 HV), in one of the components (Ti/Zr), the strain
nergy is directed to the component with a lower Young’s
odulus, which in this case is the titanium from the implant
onnection.28 The detachment of material from the seating
latforms may result in a worse performance of the abut-
ent/zirconia assemblies, and may even cause cytotoxicity
n the human tissues.30–33
In this study, we aimed to assess the wear of the sea-
ing platforms of external connection titanium implants when
onnected to zirconia abutments and titanium abutments,
fter thermocycling and mechanical loading (TCML) in a wet
nvironment. The null hypothesis tested was: there are no dif-
erences in wear of the seating plattforms between sets T/Ti
nd Ti/Zr afterTCML.
aterial  and  methods
e  randomly selected six externally hexed (CE) implants
rom a lot of 20 BNT® S4 implants (Phibo® Dental Solutions,
arcelona, Spain). These implants, composed of pure grade 2
itanium, had a connection platform with 4.0 mm of diame-
er, a body with 4.2 mm of diameter, and a length of 10 mm
Fig. 1a).
We randomly selected three titanium abutments (TiCE,
 = 3) and three zirconia abutments (ZrCE, n = 3) from a lot
f ten abutments for each group. Using the Phibo® CAD-
AM system (Phibo® Dental Solutions, Barcelona, Spain), the
butments were designed and produced for external con-
ection platforms in two different materials: titanium andTi abutment, with 45× magniﬁcation.
zirconia. Using a digital design program (3Shape’s CAD Design,
3Shape, Denmark), a screwed straight abutment was designed
to mimic  the core of an upper central incisor.
The titanium abutments (Fig. 2) were obtained using a
ﬁve-axis milling machine on a block of Ti6Al4V (grade 5
titanium) titanium alloy. This alloy is composed of 90% Ti,
6% aluminum, and 4% vanadium. The zirconia abutments
(Fig. 3) were obtained by milling a pre-sintered block of yttria-
stabilized tetragonal zirconia polycrystals (3Y-TZP), which was
then sintered, according to the ISO 6872:2008 and 13356:2008
standards.34
Afterward, the abutments and implants were bathed in
ethyl alcohol for 5 min  in an ultrasound device (Biosonic®
UC50BB, Coltène, Switzerland), and were left to dry in the open
air.In terms of optical proﬁlometry we selected two reading
areas – the top and base regions of the corresponding implant
connections (marked respectively with red and green in
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Fig. 3 – SEM photograph of the top of the externally hexed
Fig. 5 – Positioning of the samples during the mechanicalZr abutment, with 45× magniﬁcation.
Figs. 1a and 4). A white light optical interferometer (Bruker
NPFLEXTM, Karlsruhe, Germany) was used to measure the
surfaces’ roughness by 3D proﬁlometry. For each reading in
areas of 320 m × 240 m,  a 10× magnifying lens with a lateral
resolution of 1 m was used. The roughness parameters were
established with a two-dimensional Gaussian ﬁlter of 80 m.
The selected roughness parameters were in accordance with
the ISO norm 25178-2:2012.35
An upper view was acquired using scanning electron
microscopy (SEM, Quanta 400FEG ESEM/EDAX Genesis X4M),
with a 45× and 135× magniﬁcation, to study the implant con-
nections.
The samples were subjected to 5000 thermal cycles in run-
ning water with temperatures ranging from 5 to 55 ◦C, during
25 s per bath with 5-s intervals (Ethik Technology 321, São
Paulo, Brazil).
Fig. 4 – SEM photograph of the sagittal plane of the
abutment/implant assembly, with 45× magniﬁcation,
for observing the 3D proﬁlometry reading areas.fatigue simulation. Ra = 193 nm.
To study mechanical loading, the abutment/implant
assemblies were individually identiﬁed and positioned in a
vise. Torque was applied using a torque wrench (Ref. 172.1252,
Phibo®) and a digital torquemeter (Lutron, Taiwan), comply-
ing with the intensity recommended by the manufacturer:
35 N cm for the Ti/Ti assemblies and 25 N cm for the Zr/Ti
assemblies. The abutments were torqued into the correspond-
ing implants with a screw and, after a 10-min waiting period,
the screws were retightened with the same torque value.
The abutment/implant assemblies were placed in a den-
tal surveyor and vertically positioned in polyurethane resin
cylinders (F160, Axson, São Paulo, Brazil) at up to 3 mm  from
the platform, using the mobile rod of the dental surveyor. All
samples were subjected to 1.2 × 106 mechanical cycles with
loads from 1 to 88 N, with a 4 Hz frequency, in a thermome-
chanical wear equipment (ERIOS 37000, São Paulo, Brazil), thus
corresponding to ﬁve years of clinical fatigue (Fig. 5).36,37 For
that procedure, samples were placed in devices with a 30◦
angulation in relation to the vertical axis, and loading was
applied, using a stainless steel rod with a rounded extrem-
ity, in the incisal edge of the palatal surface, in order to
mimic  the interincisal angle in normal occlusion.38 During this
test, the samples were kept in distilled water at 37 ◦C. Instru-
ments and equipment tests were calibrated and suitable for
the study.
After the mechanical loading, the abutment/implant
assemblies were unscrewed and subjected to 3D proﬁlometry
and SEM analyses, using the same protocol as before TCML.
The statistical analysis of the data was performed with the
SPSS software (IBM SPSS® Statistics, version 23.0, IBM corp®),
using the nonparametric Mann–Whitney test. The decision
rule was based on detecting a statistically signiﬁcant ﬁnding
to probability values inferior to 0.05.
Results
Readings were performed in the seating platforms of the
implants and corresponding abutments before and after
TCML. The mean Sa and Sz roughness parameters are pre-
sented in Table 1 (in nanometers). The seating platforms
of the implants showed a mean Sa value of 193 nm and
225 nm in the base and top locations, respectively, at the initial
r e v p o r t e s t o m a t o l m e d d e n t c i r m a x i l o f a c . 2 0 1 6;5  7(4):207–214 211
Table 1 – Results from the 3D proﬁlometry of the seating platforms of the base and top regions of the external connection
implant (CE), at the initial state and after TCML, with mean Sa and Sz roughness parameters and standard deviation in
nanometers.
Sa Sz
Count Mean Standard deviation Count Mean Standard deviation
Implant New Base  Titanium 3 233.8 8.9 3 6127.2 423.9
Top Titanium 3 184.6 21.5 3 3899.8 1472.2
TCML Base Titanium 4 200
Top Titanium 4 252
236.32 um
177.24
118.16
59.08 78.77
157,55
236,32
315.09 um
1.51385 um x0.50
–1.57591 um
Fig. 6 – 3D proﬁlometry image of the base region of the
external connection implant (CE), at the initial state, in an
a
s
c
1
a
l
t
e
r
S
a
s
t
c
n
r
ﬁ
e
a
i
F
e
orea of measurement of 320 m × 240 m.  Ra = 205 nm.
tate. After TCML, Sa and Sz parameters increased. Implants
onnected with titanium abutments showed Sa values of
96 nm and 265 nm and the ones connected with zirconia
butments showed 205 nm and 239 nm,  in the base and top
ocations, respectively, after TCML.
The three-dimensional representation of the surface
opography is demonstrated in Figs. 6 and 7, where the leg-
nd’s color code explains the roughness levels: green for zero
oughness, blue for valleys and depressions, and red for peaks.
No statistically signiﬁcant differences were observed in the
a and Sz values between the implants at the initial state
nd after TCML (p = 0.573 > 0.05 and p = 0.059). Furthermore, no
tatistically signiﬁcant differences were detected in the dis-
ribution of the Sa and Sz values of the implants (after TCML)
onnected to titanium abutments, comparing to implants con-
ected to zirconia abutments (p = 0.886 > 0.05 and p = 0.200,
espectively).
The analysis of the SEM images with 130x and 500x magni-
cation revealed a slight wear at the vertices of the implant’s
xternal hex when connected to zirconia abutments (Ti/Zr)
fter TCML (Fig. 8). Also, small zirconia particles were detected
n those same locations (represented by “Z2” in Fig. 9) in
236.32 um
177.24
118.16
59.08 78.77
157.55
236.32
315.09 um
–2.20205 um
2.3197 um x0.50
ig. 7 – 3D proﬁlometry image of the base region of the
xternal connection implant (CE4), after TCML, in an area
f measurement of 320 m × 240 m..8 5.8 4 8668.5 4229.6
.1 30.8 4 6617.6 1157.0
the SEM images with 3000× of magniﬁcation, and their pres-
ence was conﬁrmed by energy dispersive X-ray spectroscopy
(EDS) – Fig. 10.
Discussion
The wear caused by the micromovements of the two  con-
tacting surfaces depends on their mechanical properties. An
abrasive wear occurs when a hard, rough surface slides on
a smoother surface, as in the case of titanium/zirconia or
when a material is removed using abrasive paper. On the other
hand, an adhesive wear occurs when two surfaces slide on
or are pressed against each other, causing material transfer-
ence between the two surfaces. At initial contact, the surfaces
adhere. Posteriorly, a fracture occurs outside the interface, and
some fragments of one of the surfaces adhere to the other, due
to the strong adhesive interaction between the two  surfaces
with similar physicochemical properties, such as in the tita-
nium/titanium context, despite the differences in hardness of
titanium implants and abutments.
The wear rate is as great as the difference in hardness
between the abutment and the implant when micromove-
ments occur. The initial micromovements depend mainly on
the adjustment and precision of the components, and at
a long-term depend on the wear phenomena in the abut-
ment/implant interface.27
Several studies have reported greater mechanical stability
in the abutment/implant interface of implant systems with an
internal conical connection, comparing with external connec-
tion systems.19,21 However, the stability of abutment/implant
assemblies with an external connection has been improved by
using Ti alloy screws with a proper head design and by apply-
ing an appropriate torque technique, to obtain high preloading
values.13,21 This fact might explain the conclusion of one sys-
tematic review that the connection geometry had no inﬂuence
on the incidence of retaining screw loss.22
During the mechanical loading test in our study, no retain-
ing screw loss was reported in any of the sample’s compo-
nents. The 88 N load used in this study is within the physiologi-
cal, clinical load in the anterior region.37,38 The high precision
in the adjustment of the abutment connection to the corre-
sponding implant connection, due to using abutments fabri-
cated with the CAD/CAM technique, and the appropriate appli-
cation of torque have certainly contributed to that result.18The comparative analysis of the Ti/Ti and Ti/Zr assemblies
regarding the topography of the implants’ seating platforms
before and after TCML did not reveal statistically signiﬁ-
cant differences in the Sa and Sz parameters. The roughness
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Fig. 8 – SEM image of the top of the implant connections to a titanium abutment (a) and a zirconia abutment (b), after TCML,
with 130× and 500× magniﬁcation.
parameters describe the features of a surface and never
describe a surface completely. We  have selected the Sa and Sz
parameters because they are the most appropriate to describe
the behavior of seating surfaces in this situation. The Sa
parameter reﬂects information on medium roughness and the
Sz reﬂects the maximum defect found on the surface, based
on a mean of the ﬁve highest peaks added to the ﬁve deep-
est valleys. Therefore, this parameter, instead of analyzing the
surface’s mean analyzes the surface’s extremes.
After TCML, a greater change in the surface topography
was expected in the analyzed locations. Our results may
be explained by the good stability of the abutment/implant
assemblies, in the presence of low-magnitude micromove-
ments, not allowing a signiﬁcant wear, despite the differences
in its properties.Different geometries induce different patterns of force dis-
tribution and different wear areas.28 The analysis of the SEM
images revealed a slight wear on the surface of some vertices
Fig. 9 – SEM image of the vertex of the implant’s external hex in
showing zirconia particles (Z2).of the hexes of the implants connected to zirconia abutments
(Fig. 8b, blue arrow), and zirconia particles resulting from
the abutment’s disintegration (Fig. 9). Ceramic materials are
harder and more  wear resistant but as do not deform plas-
tically reveal low fracture toughness. This situation was not
observed in the analysis of the hexes of implants connected
to titanium abutments (Fig. 8a). The wear at the vertices of
the hex is caused by a 30◦ tangential force applied to the abut-
ment/implant assemblies, leading to a moment that reaches
its maximum in that area. Some particles (Ti, Zr, and Al
particles) resulting from wear were detected in the seating
platforms. Zirconia abutments were subjected to XRD anal-
ysis that revealed absence of crystallographic phase changes,
from what there were no signs of aging.5
We  partially accept the null hypothesis. The in vitro study
analyzed the seating platforms in two locations, in a simu-
lation of ﬁve years of fatigue, and did not reveal signiﬁcant
changes in the surface topography. The presence of zirconia
 the Ti/Zr assembly after TCML, with 3000× magniﬁcation,
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articles in the vertices of hexes of implants in Ti/Zr assem-
lies, as a result from abrasive wear, needs further study. Also,
 greater number of locations and observations should be ana-
yzed in further studies.
onclusions
fter thermocycling and mechanical loading, the studied
xternally hexed titanium implants showed wear patterns in
he corresponding seating platforms when connected to either
irconia or titanium abutments. According to expected, zir-
onia, while as a harder biomaterial, can scratch materials
onsidered softer. The vertices of the hexagons of titanium
mplants were worn when used zirconia abutments. The SEM
mages showed zirconia being transferred to the implant,
hich requires further study.
thical  disclosures
rotection of human and animal subjects. The authors
eclare that no experiments were performed on humans or
nimals for this study.
onﬁdentiality of data. The authors declare that no patient
ata appear in this article.
ight to privacy and informed consent. The authors declare
hat no patient data appear in this article.
onﬂicts  of  interest
he authors have no conﬂicts of interest to declare.
cknowledgmentsuthors gratefully acknowledge the funding of Project NORTE-
1-0145-FEDER-000022 – SciTech – Science and Technology
or Competitive and Sustainable Industries, coﬁnanced
1th a spectrum peak corresponding to Zr.
by Programa Operacional Regional do Norte (NORTE2020),
through Fundo Europeu de Desenvolvimento Regional
(FEDER).
 e  f  e  r  e  n  c  e  s
1. Jung RE, Pjetursson BE, Glauser R, Zembic A, Zwahlen M,
Lang NP. A systematic review of the 5-year survival and
complication rates of implant-supported single crowns. Clin
Oral Implants Res. 2008;19:119–30.
2. Bidra AS, Rungruanganunt P. Clinical outcomes of implant
abutments in the anterior region: a systematic review. J
Esthet Restor Dent. 2013;25:159–76.
3. Linkevicius T, Vaitelis J. The effect of zirconia or titanium as
abutment material on soft peri-implant tissues: a systematic
review and meta-analysis. Clin Oral Implants Res. 2015;26
Suppl. 11:139–47.
4. Park SE, Da Silva JD, Weber HP, Ishikawa-Nagai S. Optical
phenomenon of peri-implant soft tissue. Part I.
Spectrophotometric assessment of natural tooth gingiva and
peri-implant mucosa. Clin Oral Implants Res. 2007;18:569–74.
5. Lughi V, Sergo V. Low temperature degradation aging of
zirconia: a critical review of the relevant aspects in dentistry.
Dent Mater. 2010;26:807–20.
6. Ekfeldt A, Fürst B, Carlsson GE. Zirconia abutments for
single-tooth implant restorations: a retrospective and clinical
follow-up study. Clin Oral Implants Res. 2011;22:1308–14.
7. Lops D, Bressan E, Chiapasco M, Rossi A, Romeo E. Zirconia
and titanium implant abutments for single-tooth implant
prostheses after 5 years of function in posterior regions. Int J
Oral Maxillofac Implants. 2013;28:281–7.
8. Zembic A, Bösch A, Jung RE, Hämmerle CH, Sailer I. Five-year
results of a randomized controlled clinical trial comparing
zirconia and titanium abutments supporting single-implant
crowns in canine and posterior regions. Clin Oral Implants
Res. 2013;24:384–90.
9. Zembic A, Kim S, Zwahlen M, Kelly JR. Systematic review of
the survival rate and incidence of biologic, technical, and
esthetic complications of single implant abutments
supporting ﬁxed prostheses. Int J Oral Maxillofac Implants.
2014;29 Suppl:99–116.
0. Passos SP, Linke B, Larjava H, French D. Performance of
zirconia abutments for implant-supported single-tooth
t c i r
1
1
1
1
1
1
1
1
1
2
2
2
2
2
2
2
2
2
2
3
3
3
3
3
3
3
3
2009;25:348–52.
38. Downs WB. Variations in facial relationships: their214  r e v p o r t e s t o m a t o l m e d d e n 
crowns in esthetic areas: a retrospective study up to 12-year
follow-up. Clin Oral Implants Res. 2016;27:47–54.
1. Sailer I, Philipp A, Zembic A, Pjetursson BE, Hämmerle CH,
Zwahlen M. A systematic review of the performance of
ceramic and metal implant abutments supporting ﬁxed
implant reconstructions. Clin Oral Implants Res. 2009;20
Suppl 4:4–31.
2. Zembic A, Sailer I, Jung RE, Hämmerle CH.
Randomized-controlled clinical trial of customized zirconia
and titanium implant abutments for single-tooth implants in
canine and posterior regions: 3-year results. Clin Oral
Implants Res. 2009;20:802–8.
3. Nakamura K, Kanno T, Milleding P, Ortengren U. Zirconia as a
dental implant abutment material: a systematic review. Int J
Prosthodont. 2010;23:299–309.
4. Truninger TC, Stawarczyk B, Leutert CR, Sailer TR,
Hämmerle CH, Sailer I. Bending moments of zirconia and
titanium abutments with internal and external
implant-abutment connections after aging and chewing
simulation. Clin Oral Implants Res. 2012;23:12–8.
5. Gracis S, Michalakis K, Vigolo P, Vult von Steyern P,
Zwahlen M, Sailer I. Internal vs external connections for
abutments/reconstructions: a systematic review. Clin Oral
Implants Res. 2012;23 Suppl. 6:202–16.
6. Martin WC, Woody RD, Miller BH, Miller AW. Implant
abutment screw rotations and preloads for four different
screw materials and surfaces. J Prosthet Dent. 2001;86:24–32.
7. Binon PP, McHugh JM. The effect of eliminating
implant/abutment rotational misﬁt on screw joint stability.
Int  J Prosthodont. 1996;9:511–9.
8. Karl M, Taylor TD. Parameters determining micromotion
at the implant-abutment interface. Int J Oral Maxillofac
Implants. 2014;29:1338–47.
9. Merz BR, Hunenbart S, Belser UC. Mechanics of the
implant-abutment connection: an 8-degree taper compared
to  a butt joint connection. Int J Oral Maxillofac Implants.
2000;15:519–26.
0. Schwarz MS. Mechanical complications of dental implants.
Clin Oral Implants Res. 2000;11:156–8.
1. Kitagawa T, Tanimoto Y, Odaki M, Nemoto K, Aida M.
Inﬂuence of implant/abutment joint designs on abutment
screw loosening in a dental implant system. J Biomed Mater
Res B Appl Biomater. 2005;75:457–63.
2. Theoharidou A, Petridis HP, Tzannas K, Gareﬁs P. Abutment
screw loosening in single-implant restorations: a systematic
review. Int J Oral Maxillofac Implants. 2008;23:681–90.
3. Khraisat A. Inﬂuence of abutment screw preload on stress
distribution in marginal bone. Int J Oral Maxillofac Implants.
2012;27:303–7.
4. Rack T, Zabler S, Rack A, Riesemeier H, Nelson K. An in vitro
pilot study of abutment stability during loading in new
and fatigue-loaded conical dental implants using
synchrotron-based radiography. Int J Oral Maxillofac
Implants. 2013;28:44–50. m a x i l o f a c . 2 0 1 6;5  7(4):207–214
5. Sui X, Wei H, Wang D, Han Y, Deng J, Wang Y, et al.
Experimental research on the relationship between ﬁt
accuracy and fracture resistance of zirconia abutments.
J  Dent. 2014;42:1353–9.
6. Nguyen HQ, Tan KB, Nicholls JI. Load fatigue performance
of implant–ceramic abutment combinations. Int J Oral
Maxillofac Implants. 2009;24:636–46.
7. Klotz MW, Taylor TD, Goldberg AJ. Wear at the
titanium–zirconia implant–abutment interface: a pilot study.
Int J Oral Maxillofac Implants. 2011;26:970–5.
8. Stimmelmayr M, Edelhoff D, Güth JF, Erdelt K, Happe A,
Beuer F. Wear at the titanium–titanium and the
titanium–zirconia implant–abutment interface: a
comparative in vitro study. Dent Mater. 2012;28:1215–20.
9. Delben JA, Barão VA, Ferreira MB, da Silva NR, Thompson VP,
Assunc¸ão  WG. Inﬂuence of abutment-to-ﬁxture design on
reliability and failure mode of all-ceramic crown systems.
Dent Mater. 2014;30:408–16.
0. Kanbara T, Yajima M, Yoshinari M, Yajima M. Wear behavior
of  tetragonal zirconia polycrystal versus titanium and
titanium alloy. Biomed Mater. 2011;6:021001,
http://dx.doi.org/10.1088/1748-6041/6/2/021001
[Epub 11.03.01].
1. Goodman SB. Wear particles, periprosthetic osteolysis and
the  immune system. Biomaterials. 2007;28:5044–8.
2. Andreiotelli M, Kohal RJ. Fracture strength of zirconia
implants after artiﬁcial aging. Clin Implant Dent Relat Res.
2009;11:158–66.
3. Kohal RJ, Baechle M, Han JS, Hueren D, Huebner U,  Butz F.
In  vitro reaction of human osteoblasts on alumina-toughened
zirconia. Clin Oral Implants Res. 2009;20:1265–71.
4. International Organization for Standardisation. ISO
13356:2008 Implants for surgery – ceramic materials based
on  yttria-stabilized tetragonal zirconia (Y-TZP). Geneva:
International Organization for Standardisation; 2008.
Available at: http://www.iso.ch/iso/en/prods-
services/ISOstore/store.html.ISO13356.
5. International Organization for Standardisation.
ISO25178-2012 Geometrical product speciﬁcations (GPS) –
surface texture: areal – Part 2: Terms, deﬁnitions and surface
texture parameters. Geneva: International Organization for
Standardisation; 2012. Available at:
https://www.iso.org/obp/ui/#!iso:std:42785:en.
6. Rosentritt M, Siavikis G, Behr M, Kolbeck C, Handel G.
Approach for valuating the signiﬁcance of laboratory
simulation. J Dent. 2008;36:1048–53.
7. Rosentritt M, Behr M, van der Zel JM, Feilzer AJ. Approach for
valuating the inﬂuence of laboratory simulation. Dent Mater.signiﬁcance in treatment and prognosis. Am J Orthod.
1948;34:812–40.
